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The fraction of delayed neutrons in a moderated beam from the enriched uranium, pulsed spallation source at the intense pulsed
neutron source at Argonne National Laboratory has been measured and found to be 0.0283 for 450-MeV protons. Delayed neutrons
produce a sample-dependent background in time-of-flight instruments . Because of the distribution of neutron wavelengths in the
prompt pulse, the significance of the delayed neutron contribution to the observed scattering profile is strongly dependent on the
wavelength and therefore on the magnitude of the momentum transfer . This effect is demonstrated, and a general correction
procedure in current use for small angle neutron scattering data is described.
l. Introduction
The use of fissionable materials as targets in pulsed
spallation sources results in, in addition to the prompi
pulses, a contribution from delayed neutrons . Certain
precursor fission fragments undergo one or more steps
of beta, decay followed by neutron emission, as has been
discussed by Carpenter [1,2]. Energetic photons emitted
from beta decaying products of fission and spallation
processes can also induce delayed neutrons through
(-y, n) reactions in such materials as 9 Be and 2D which
may be near the target . Delay half-lives [31 range from
fractions of a second to a minute for precursor fission
fragments and from a few seconds to several days for
fission product gamma rays interacting with 9 Be . Since
the intense pulsed neutron source (IPNS) at Argonne
National Laboratory (ANL) normally operates with a
pulse frequency of 30 Hz, the delayed neutrons are
emitted at times not correlated with the generation of
the prompt pulses . One may assume that the delayed
neutrons are modera:PA and emerge in the collimat ,-d
beam line ..ith approximately the same spectral distri-
bution as in the prompt pulses . The result is an essen-
tiâiiy steady source of delayed neutrons on which the
prompt pulses are superimposed, as represented sche-
matically in fig . 1 .
At the source, the prompt pulse of uninodulated
neutrons is only some 300 ns in width; however, down-
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stream at a distance L from the source, the pulse has
spread out revealing the neutron wavelength distribu-
tion. Time-of-flight techniques are used to determine
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Fig. 1 . Schematic representation of the time schedule and
intensity distribution at the neutron source (below) and at a
distance L from the source (above) . Neutrons of energy E
(E =z mL 2/t 2 ) arrive at position L at time i after generation
of the prompt pulse . Delayed neutrons of all energies arrive
continuously at L.
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scattered by the sample and arriving at the detector at
time t . Delayed neutrons of all wavelengths are continu-
ously striking the sample, and this contribution scattered
by the sample and arriving at the detector is dependent
on the specific scattering characteristics of the sample .
The purp - _ °s of this work are to report the de-
termination o. the fraction of delayed neutrons fd in
the Cl beam line * at the IPNS from the enriched
uranium (235U) target, to demonstrate the effect of this
de?a;ed neutron contribution on the observed small
angle scattering profiles and to describe the general
procedure utilized at the small angle diffractometer
(IPNS-SAD) to correct for this sample-dependent back-
ground . A more comprehensive description of the in-
strument is given in a forthcoming publication by
Epperson et al . [4] .
2. Determination of the fraction of delayed neutrons
The experimental arrangement used in the de-
termination of the delayed neutron fraction is shown in
fig. 2. Fxcept for the absence of a cold MgO single
crystal filter, this represents the upstream end of the Cl
beam line on which the IPNS-SAD is located, i.e. the
section between the neutron source and the beam moni-
tor (Ml) . Two runs were made ; a signal run in which a
0.559-cm thick piece of boron glass (Corning 7749)
intercepted the neutron beam before the detector, and a
* The result should be independent of the beam in which it is
















Fig. 2. Experimental arrangement for the source, moderator,
boron-glass filter and detector for the delayed neut-on de-
termination .
background run in which a 1.25-em thick plate of 10B
replaced the boron glass. The purpose of the boron-glass
filter was to reduce the counting rate due to the long-
wavelength neutrons from the prompt pulse, which
otherwise would have obscured the delayed neutrons in
the latter part of the time frame. Data were collected in
460 equally-spaced time channels corresponding to the
wavelength range 0.2 5 AnS 14.0 Â, and the data for
the signal run are shown in fig. 3 . The detector was a
low-efficiency BF3 monitor detector. The neutron pro-
ducing target of IPNS is a water-cooled stack of 77.5`
enriched uranium disks, with keff = 0.80, decoupled from
its surroundings by a layer of 1° B, which maintains
short (< 0.3 ws) primary neutron pulses . With 450-MeV
protons and a time-averaged current of 15 RA, it pro-
duces about 4 x 1015 neutrons/s, in pulses at 30 Hz .
The moderator serving SAD is of liquid hydrogen at 20
K, in a 0.7-liter container which has grooves on the
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Fig. 3. The distribution of counts in the signal run (RUN 5441); a total of 9004634 counts were recorded within a period of 8 .8
h in
460 equally-spaced time channels over the wavelength range 0 2 <_ A  514.0 l0.
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The moderator is surrounded by graphite and beryllium
as reflector, decoupled by a 0.5-mm layer of cadmium.
A formal presentation of the various contributions to
the signal and background runs has been given by
Carpenter [2), and it is not necessary to repeat the
details here . We choose a data point Np in the tail of
the profile beyond which the accumulated counts per
channel is constant ; in fig. 3, this is point 300 and is
indicated by the first vertical line. The second vertical
line represents the time at which the next pulse is
generated (1/30 s) . The average number of counts per
channel (delayed neutrons) in the range from point 300
to 460 is 627.5 . Let Cp be the total of prompt plus
delayed neutrons over the range from point one to NP ;
Cp = 8.904 x 106. Let C, be the total of prompt plus
delayed neutrons in the region below the first experi-
mental data point . This value is obtained by linear
extrapolation to time zero of the data as shown in fig. 3,
using points 1 to 9 . Ca is equal to 6.348 x 106 . The
delayed neutron contribution Cbkg from t "z 0 to point
Np amounts to 0.1922 x 106 . Assuming the delayed
neutron contribution is constant in time, we find the
number of delayed neutrons Cd in this run over the full




The value of fd is thus 0.0283 for
target * .
the IPNS enriched
3 . Correction of the IPNS-SAD data for delayed neu-
trons
Having an experimental value for the fraction of
delayed neutrons in the C1 beam, it is possible to devise
. pi )~;edure, based on the SANS measurement itself,
O ,J,:h permits a correction of the scattering data. The
intensity measured in the area sensitive detector pixel
x, y) in the time interval from t; to ti+1 can be
represented as
I(x, Y, ti ) = IP(x , Y, ti) + Id(x, Y, ti),
	
(2)
where Ip represents the contribution from the prompt
pulse and Id that from the delayed neutrons. More
explicitly, provided the detector response is independent
of time,
Ip(x, Y ti) -fa'('r,) e,
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x E(x, y, A)S(t - L?A) di dA,
* In an earlier measurement when a depleted uranium target
was in use at ANL-IPNS, a value of 0.00441 was obtained
for fd .
where Op(A) is the differential flux of prompt neutrons
incident on the sample, S(x, y, X) is the sample
scattering function and e(x, y, A) is the detector ef-
ficiency. Ignoring small corrections, the flight time t is
directly related to the neutron wavelength A n by
X,, = (h/m)t/L, (4)
where h is Planck's constant, m the neutron mass and
L is the distance of the detector from the source.
In a similar manner
Id (x, Y, ti) ° .fa ~t
a(t+i), tf ~p(A)S(x, y, A)
~X~ti~ - 'tnin
where fd is the fraction of delayed neutrons in the
beam, At, is the width of the ith time slice and At is
the full time width of the duty cycle. Ideally, tm;n and
t.x should equal zero and the time to the succeeding
pulse, respectively, but, for practical reasons, these are
approximated by the minimum and maximum flight
times used in the experiment. Although one may choose
to analyze scattering data from any desired range of
prompt pulse time slices, it should be appreciated that
in making the delayed neutron correction, the widest
possible flight time range should be utilized . Further-
more, a correction for delayed neutrons must be made
for each run associated with a given SANS experiment ;
typically this set will include the wavelength distribu-
tion of neutrons incident on the sample, the wave-
length-dependent transmission coefficients and the sam-
ple, background and dark current scattering runs . The
correction represented by eq. (5) is subtracted pixel by
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Fig . 4. Wavelength distribution of neutrons in the Cl beam
line at the ANL-IPNS; filled circles are the raw distribution
(normalized) measured with ®t/t = 0.05 binning and the open
cii-cles are after correction for the delayed neutrons (fd =
0.0283) .
The distribution of neutron wavelengths measured
directly with the area sensitive detector with a liquid
nitrogen cooled MgO single crystal filter in the beam
and constant At/t = 0.05 binning is shown in fig . 4,
with and without the correction for delayed neutrons .
As can be seen, the delayed neutron correction becomes
critical in the long wavelength part of the spectrum
from the enriched uranium target. For a given instru-
c























mental geometry, the longer wavelengths contribute to
the lower Q range and the shorter wavelengths to the
higher Q, respectively, and the delayed neutrons can
have a substantial effect on the resulting SANS profile.
An example is shown in fig. 5, the radially averaged
scattering from a polymer sample (Bates poly) which is
used at the IPNS-SAD as a secondary intensity stan-
dard . This is a polymer melt sample consisting of an
-4.0 -3 .0
-4 .0 -3.0
-2 .0 -1 .0
-2 n -1 .0
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Fig. 5 . The effect of correction of IPNS-SAD data for delayed neutrons . Comparison is made with a secondary
intensity standard
(Bates poly) measured at ORNL; a) no correction of the IPNS-SAD data for delayed neutrons and b)
correction of the IPNS-SAD
data for 2.83% delayed neutrons (Q = (41/An) sin 0).
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equal volume mixture of deuterated and protonated
high molecular weight polystyrene whose absolute cross
section is known from measurements at the steady state
neutron source at ORNL [5] . Fig. 5a shows the com-
parison when no correction has been made to the SAD
data for delayed neutrons, and fig. 5b after correction,
using the experimentally determined value of fd . The
correction results in satisfactory agreement of the SAD
data with that from ORNL. These data demonstrate
convincingly the necessity of making the correction for
delayed neutrons when using pulsed spallation neutrons
from a fissionable target and the adequacy of the pre-
sent delayed neutron correction procedure.
4. Conclusions
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A straighforward measurement allows a determina-
tion of the fraction of delayed neutrons in the neutron
beam from a pulsed spallation source. For the enriched
uranium target now in use at the ANL-IPNS, fd was
found to be 0.0283 ; for the depleted uranium target
previously used, the value was found to be 0.00441 . The
effect of the delayed neutrons is to produce a sample-
dependent background. A procedure using the small
angle scattering measurements themselves allows a rea-
sonable correction for the delayed neutrons, and this
has been demonstrated on experimental data. The cor-
rection procedure is formally the same for any sample
scatterer, hence it is appropriate for routine use at a
user-oriented facility.
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